Adverse clinical outcomes for total disc arthroplasty (TDA), including subsidence, heterotopic ossification, and adjacent-level vertebral fracture, suggest problems with the underlying biomechanics. To gain insight, we investigated the role of size and stiffness of TDA implants on load-transfer within a vertebral body. Uniquely, we accounted for the realistic multi-scale geometric features of the trabecular microarchitecture and cortical shell. Using voxel-based finite element analysis derived from a micro-computed tomography scan of one human L1 vertebral body (74-μm-sized elements), a series of generic elliptically shaped implants were analyzed. We parametrically modeled three implant sizes (small, medium [a typical clinical size], and large) and three implant materials (metallic, E = 100 GPa; polymeric, E = 1 GPa; and tissueengineered, E = 0.01 GPa). Analyses were run for two load cases: 800 N in uniform compression and flexion-induced anterior impingement. Results were compared to those of an intact model without an implant and loaded instead via a disc-like material. We found that TDA implantation increased stress in the bone tissue by over 50% in large portions of the vertebra. These changes depended more on implant size than material, and there was an interaction between implant size and loading condition.
| INTRODUCTION
Almost 500 000 spinal fusions are performed annually in the United States to treat degenerative disc disease and other spinal pathologies. 1 While mostly successful, 2 evidence suggesting that reduced segmental mobility may accelerate degenerative changes at adjacent levels [3] [4] [5] has driven interest in motion-preserving approaches, such as total disc arthroplasty (TDA). 6 This class of implants can allow for some degree of flexion/extension, lateral bending, and axial rotation between adjacent vertebrae. [7] [8] [9] The underlying premise is that this mobility produces a more natural kinematic and biomechanical environment in the adjacent vertebrae-that is, motion and load-transfer patterns that are closer to those occurring without an implant.
Clinical outcomes following TDA are mixed. Problems including heterotopic ossification, [10] [11] [12] adjacent-level vertebral fracture, [13] [14] [15] and implant subsidence [16] [17] [18] suggest problems with the resulting biomechanics. Reduced implant coverage-a smaller footprint of the implant on the vertebral endplate-is associated with elevated interfacial stresses 19 and a higher incidence of implant subsidence, 16 suggesting that small implants may cause high stresses and failure of underlying bone. Implants that cover an equivalent percentage of the vertebral endplate but have different shapes can require different forces to subside into the bone because they recruit different regions of the endplate and underlying trabecular microstructure. 20 Despite those insights, the fundamental load-transfer behavior within a vertebral body supporting a TDA implant remains largely unknown. For example, it is not known whether implant-induced changes in stress occur in local regions adjacent to the implant and then dissipate in deeper regions, or whether the extent of the vertebral body is impacted. Similarly, it is not known how stresses within the trabecular microstructure change as a function of implant size or material. The etiology of subsidence also remains unclear. Data from Punt et al 16 show that for 60% (21/35) of clinically diagnosed cases of subsidence, the implant footprint did not subside in a parallel manner but rather rotated by at least 5 relative to the bony endplate. This suggests to us that bending could be involved in subsidence, though this link has not been previously established.
In part, these uncertainties arise because of the structural complexity of the human vertebral body, including the spatially variable trabecular microarchitecture and thin cortical shell and endplate.
Addressing this issue, our goal was to elucidate the role of implant size and stiffness on load-transfer behavior within the vertebral body following TDA, accounting for realistic multi-scale geometric features of human vertebral bone. To capture these features, we employed micro-computed tomography (μCT)-based finite element analysis. The high resolution and mechanistic nature of μCT-based finite element analysis has provided unique insight into the mechanisms of osteoporotic wedge-fracture, 21 the mechanical role of the trabecular microstructure, 22 in vivo structural changes to bone, 23 and fundamental properties of bone tissue 24, 25 and is therefore well suited to investigate tissue-level mechanics following TDA. Specifically, for both uniform compression and flexion-induced anterior impingement, we investigated the effects of implant size and stiffness on trabecularcortical load-sharing behavior, stress and stress changes in the vertebral bone tissue, and the spatial distribution of tissue at the highest risk of failure. The resulting insight can help elucidate fundamental biomechanical behavior for this class of device, including how implant design may facilitate the replication of a natural biomechanical environment in adjacent vertebrae.
| MATERIALS AND METHODS

| Study design
Our study comprised parametric, high-resolution, μCT-based finite element analysis of a human vertebral body virtually implanted with generically shaped elliptical TDA implants of varying sizes and stiffness and loaded in compression and flexion-induced anterior impingement. We assumed that subtle details of the implant geometry have only a secondary effect on tissue-level stresses within the vertebral body (Appendix A). Thus, to simplify the modeling effort, generic implants were modeled that comprised 3-mm-thick elliptical cylinders with varying major and minor diameters. Implant models were compared against an intact (no-implant) case, which simulated loading via a disc-like material covering the superior and inferior endplates.
| Specimen preparation and μCT scanning
We analyzed μCT data from a separate study of one human L1 vertebral body from a de-identified 80-year-old male cadaver with no history of metabolic bone disorder. The bone volume fraction (BV/TV) was 0.23 for the entire vertebral body (cortical shell included). This value is higher than has been reported for osteoporotic vertebrae 26 and is therefore typical of what would be expected for a TDA candidate. The μCT scan had an isotropic pixel size of 37 μm and the posterior elements were removed to isolate the vertebral body. To reduce computational cost, the scan was coarsened to 74 μm before the hard-tissue and marrow were segmented using a global threshold value. Bone tissue was then compartmentalized into trabecular, cortical and endplate tissue using custom algorithms described elsewhere ( Figure 1A ). 27 A planar surface was virtually created superiorly to mimic surgical preparation 28, 29 prior to TDA implantation. This required resection through parts, but not all, of the osseous endplate.
| Finite element analysis
Each 74 μm voxel in the coarsened scan was converted into an eightnoded hexahedral finite element. 27 A TDA implant, also modeled using voxels, was placed such that the implant center coincided with anterior-posterior (A/P) and medial-lateral (M/L) midpoint of the vertebral body (the A/P dimension was measured from the vertebral foramen).
To simulate compressive loading of an intact disc, a uniform compressive displacement boundary condition was applied to the superior disc ( Figure 1A ). Following calculation of the finite element solution, results were scaled linearly to produce a net reaction force of 800 N (approximately 1× body weight 30 ), a typical force at that spinal level for static standing. 31 To simulate flexion of an intact disc, a displacement boundary condition was used to rotate the disc in the midsagittal plane about the far posterior-superior point, simulating flexion over a single motion segment ( Figure 1B ). 21, 32 Results were then scaled linearly to produce an overall reaction force of 800 N. While flexion can increase loads on the spine 2-to 3-fold compared to what was modeled here, 31, 33 a reaction force of 800 N was maintained in order to facilitate comparison across models. Compression of an F I G U R E 2 Flexion of an implanted segment was modeled by applying a force through an arc (yellow) to simulate impingement. θ = 90 , t = 2 mm, r = 40% of the footplate anterior-posterior diameter F I G U R E 1 Mid-sagittal crosssection (0.5 mm thick) showing (A) the differentiation of trabecular (light gray), cortical (blue), and endplate (red) tissue. Boundary conditions and displaced shapes are shown for the (A) intact disc in compression, (B) intact disc in flexion, (C) implant in compression, and (D) implant in flexion. The implant components depicted above the footplate in (D) were not explicitly modeled but are shown to illustrate impingement which motivates our flexion boundary conditions implanted segment was modeled by applying a uniform force of 800 N to the superior implant footplate ( Figure 1C ). Flexion of an implanted segment was modeled by assuming impingement between the footplate and the insert ( Figure 1D ). There is substantial evidence that impingement occurs in vivo in flexion/extension and lateral bending for both unconstrained (eg, Charité) and semi-constrained (eg, ProDisc-L, activL) devices. [34] [35] [36] [37] [38] [39] [40] [41] Analysis of retrieved implants and in vitro experiments suggests that large loads are transmitted through the impinged regions during bending. 35, 37, 40 Therefore, flexion of an implanted segment was modeled by applying a net force of 800 N to a 2 mm thick, 90 arc of the footplate, representing load-transfer through the footplate induced by impingement ( Figure 2 ). The distance from the implant center to the impinged region (r) was set as 40% of the footplate A/P diameter and was chosen because it represents a typical impingement moment arm for devices used clinically.
For all models, an intervertebral disc-like material was modeled inferiorly using a roller-type (symmetry) boundary condition applied to the base of a 4-mm-thick disc, thereby simulating an 8-mm-thick disc with unconstrained bulging.
All bone elements were assigned the same elastic material properties (E = 10.3 GPa, ν = 0.30 42 ). While absolute values of stress in the bone directly depend on the choice of tissue material properties, the relative outcomes are insensitive to uncertainties in tissue modulus over a realistic physiologic range (Appendix B). Disc elements were assigned material properties consistent with the measured effective (homogenized) modulus of the disc at a low loading rate (E = 8 MPa, ν = 0.45 43 ). Implant modulus was parametrically varied as described below (ν = 0.33). Perfect bonding was assumed at all interfaces, thereby modeling full footplate fixation in the bone. 44, 45 As described below, a total of 20 analyses were run. Depending on implant size, individual models had 36 to 46 million elements and 141 to 174 million degrees of freedom. All analyses were linearly elastic and were solved on a supercomputing cluster (Stampede2, Austin, Texas) using a custom finite element code that included a parallel mesh partitioner and an algebraic multi-grid solver. 46 A typical analysis utilized 1100 processors, 3000 GB of memory, and required over 200 CPU hours.
| Parametric variation
We parametrically varied both implant size and elastic modulus. Three 
| Outcomes
The primary outcomes were: (a) trabecular-cortical load-sharing behavior; (b) the spatial distribution of tissue at the highest risk of initial failure; and (c) stress and stress changes relative to the intact model in the bone tissue. Trabecular-cortical load-sharing was quantified using the cortical load fraction, which was calculated at each transverse slice as the ratio of axial force in the cortical bone to that in the whole vertebra; trabecular load fraction equals unity minus cortical load fraction. 27 High-risk tissue was defined as the 10% of bone tissue at the highest risk of initial failure. 21 This was quantified by taking the ratio of the maximum and minimum principal stresses of each bone element (calculated at the element centroids) to its tensile (61 MPa) or compressive (150 MPa) yield stress, 48 respectively, then taking the higher value of this ratio. After ranking values across all elements, high-risk tissue was defined as the top 10% of values. 21, 43 To evaluate tissue-level stress in the bone, the minimum principal stress (calculated at the element centroids) was visually plotted and compared. To quantify changes in stress compared to normal physiologic loading, the von Mises stress (calculated at the element centroids) for each implanted model was subtracted, element-by-element, from the intact model.
| RESULTS
In both axial compression and flexion-induced anterior impingement, the presence of an implant altered the trabecular-cortical load-sharing behavior and spatial distribution of high-risk tissue relative to the intact disc both adjacent to the implant and also deep into the vertebral body ( Figure 3 ). These alterations depended more on implant size than material.
In compression, the cortical shell experienced less overall load relative to the intact disc for all implant sizes and materials ( Figure 3A ).
Among the implant models, the large implant transferred the most load into the cortical shell and thus best replicated the intact disc in compression. In flexion, on the other hand, the cortical load fraction for the implant models could be either less than or greater than that of the intact disc, depending on implant size ( Figure 3B ). Small and medium implants decreased, while large implants increased, the cortical load fraction relative to the intact disc, regardless of implant material. For the large size, the cortical load fraction exceeded that of the intact disc by up to 23% (this occurred 9 mm away from the boneimplant interface, at an axial position of 70%). At most axial positions, the medium implant best replicated the load-sharing behavior of the intact disc in flexion.
Flexion of medium and large implants shifted high-risk tissue anteriorly in a way that flexion with an intact disc did not ( Figure 3D ).
For the intact disc, flexion skewed the high-risk tissue distribution The peaks of the high-risk distribution for medium and large implants were 170 and 200% larger, respectively, than that of the intact disc (this is a measure of how localized the high-risk tissue is, since the area under all curves is equivalent). Thus, in flexion, bone at the highest risk of failure was concentrated anteriorly for medium and large implants whereas it was distributed over the A/P extent of the bone for the intact disc. The small implant did not shift high-risk tissue to anterior regions or increase the peak value of the distribution relative to the intact disc. In flexion, the small size best replicated the intact disc with respect to the A/P distribution of high-risk tissue.
The magnitude of the minimum principal stress in the bone tissue was higher in flexion than in compression and tended to increase as implant size decreased (Figure 4 In compression, large implants caused 34 ± 1% of bone tissue to experience von Mises stress changes greater than ±50% relative to the intact model, compared with 51 ± 2% and 58 ± 0% of bone tissue for medium and small implants, respectively (material median ± range).
In flexion, on the other hand, large implants caused 57 ± 3% of bone tissue to experience von Mises stress changes greater than ±50% relative to the intact model, compared with 51 ± 1% and 53 ± 8% for medium and small implants, respectively (material median ± range).
| DISCUSSION
These results indicate that the presence of a TDA implant can substantially alter cortical-trabecular load-sharing, the spatial distribution of high-risk tissue, and stress in bone tissue throughout the vertebral body relative to an intact disc. Implant size has a larger effect on these alterations than implant material in both compression and flexioninduced anterior impingement. The differences in load-transfer behavior between the intact model and the implant models were much larger for flexion-induced anterior impingement than for compression.
In other words, flexion to the point of impingement with an implant caused much larger deviations from the natural biomechanical environment compared to compression with an implant. Specifically, flexion with an implant caused local increases in stress anteriorly and F I G U R E 6 Mid-sagittal cross section (0.25 mm thick) showing the percent difference in von Mises stress between the intact disc model and metallic implant models in compression (top) and flexion (bottom). Other implant materials were omitted for clarity. Positive differences denote higher stresses for the implant models compared to the intact disc shifted the tissue at the highest risk of failure to local anterior regions.
This behavior was accentuated as implant size increased but did not depend much on implant material properties.
The medium implant in our study is of particular interest because it is most representative of devices used clinically: the dimensions of the implant and dimensional mismatch between the implant and the underlying vertebra are both within the range found clinically. 49 Our results suggest that implants of this size recruit less overall cortical bone than the intact disc in compression, thereby overloading the tra- has been reported to occur in 9% to 66% of cases 34, 51, 52 and has been documented for nearly all major device designs (Charité, [52] [53] [54] ProDisc-L, 34, 51, 55 activL, 36, 41 MobidiscL 41 ). When impingement occurs, large loads can be transmitted through the impinged region. 35, 37, 39, 53 Both anterior and posterior impingement are possible for flexion and extension, respectively. 34, 37, 39, 51, 55 Our data show that for anterior impingement induced by flexion, the anterior portions of the cortex and underlying trabecular bone must accommodate nearly all of the load for medium and large implants. This shifts the tissue at the highest risk of initial failure to regions adjacent to the impingement. For small implants, the anterior cortex is not involved in loadredistribution induced by flexion.
The geometric detail with which we modeled the vertebral body supporting a TDA implant is novel and enables insight that both complements and extends prior understanding. The impact of implant size has been previously explored by Auerbach et al 19 using pressure film analysis; they found that larger implants decrease contact stress at the bone-implant interface in axial compression compared with smaller implants. Their representative pressure film data appear similar to our results for a similarly sized implant with respect to the magnitude and spatial distribution of axial stress at the endplate (after linear scaling to an equivalent applied force), thus providing external experimental support for the validity of our model. Their results, however, are limited to the analysis of stress for a single loading mode (axial compression) at a superficial region (the bone-implant interface). In contrast, a strength of this study is the elucidation of the stress distribution throughout the vertebral bone tissue as a function of implant size, as well as the interaction between implant size and loading mode.
Rundell et al 45 used a quantitative-computed tomography-based finite element model to assess the impact of axial compression, flexion/ extension, and lateral bending on vertebral body strains. Their data, like ours, suggest that extensive strain redistribution within the vertebral body can occur following TDA for implants of normal clinical size, regardless of loading mode. In particular, they found anterior strain maxima following flexion with an implant which did not occur for flexion with an intact disc, thus corroborating one of the findings of our study. However, their finite element approach employed elements with 1 mm edge lengths, thereby modeling the vertebral body as an analogous continuum structure and not one comprised of a trabecular structure. While the former may be sufficient to assess macroscopic properties such as vertebral body strength, the latter is more realistic in estimating actual physiologic behavior. Further, their boundary conditions included fully fixing the inferior endplate, which neglects the impact of the adjacent disc on strains within the vertebral body. Prior studies have shown that fixing the inferior endplate [eg, potting in poly (methyl methacrylate) (PMMA)], will result in a different stress distribution within the vertebra than when loaded via an intact disc. 21 Thus, their reported strain distributions may better approximate in vitro experiments in which the vertebral body is potted in PMMA as opposed to in vivo behavior in which the bone is loaded inferiorly via a disc, as was done here. Taken together, the fidelity with which we modeled the spatially variable trabecular microstructure and thin cortical shell and endplate, combined with our combination of implant size, material parameters, and boundary conditions, provides unique insight into the mechanical behavior of the human lumbar vertebral body for this class of implants.
The primary limitations of this study are its use of just a single vertebra and its theoretical nature. Micro-architectural parameters, such as BV/TV, vary between specimens and can impact mechanical behavior. 48 However, studies on n = 22 21 and n = 13 27 nonosteoporotic human vertebrae show a consistent pattern of corticaltrabecular load-sharing, which was also exhibited by the vertebra studied here. Thus, our results should likely extend to most nonosteoporotic vertebrae, though a larger sample size is necessary to confirm their generality. A substantially lower BV/TV representative of osteoporosis might result in different behavior, since structural redundancy is lost with osteoporosis. 56 In part, this may help explain the contraindication of TDA for osteoporotic patients.
A second limitation stems from the purely computational nature of our study. The finite element approach used here has been shown to accurately predict whole vertebral-body and trabecular-core strength compared to experimental values, implying that the dominant structural mechanisms in the bone are well-captured. 48, 56 We also modeled the disc as a homogenous isotropic elastic material, thereby neglecting the details of the gelatinous nucleus pulposus and lamellar annulus fibrosus. However, with degeneration, compressive loads are thought to transmit directly through the annulus 57 as the nucleus shifts from a fluid-like to solid-like structure. 58 Thus, in terms of loads experienced by the vertebral body, the annulus-type material properties we assigned to the disc should reasonably simulate a state of disc degeneration associated with the aged nature of the vertebra. Further, our prediction of the high-risk tissue distribution for the intact model is consistent with the location of bone failure observed for cadaveric vertebrae loaded via degenerated discs. 59, 60 Finally, our implant model omitted the protrusions (such as the spikes or teeth used for fixation) found on real implants. A sensitivity study (Appendix A) indicated that using a higher fidelity implant model that includes protrusions had a negligible effect on reported results and would not alter our conclusions. However, some implants utilize a keel instead of a series of teeth for fixation. Since these keels are much larger than the protrusions modeled here and can extend deep into the vertebral body, it is possible that keeled implants could exhibit fundamentally different behavior than that reported here. Therefore, interpretation of our results should be limited to nonkeeled implants.
We created a planar surface superiorly to replicate a TDA procedure, 28 which included resection through parts of the osseous endplate. There is clinical agreement that the osseous endplate should be preserved and that only the disc and cartilaginous endplate should be resected during TDA. 28, 29 However, we found it was not possible to create a planar surface without resecting parts of the osseous endplate due to its inherent irregularity. This raises the question of whether complete endplate preservation might have enabled the implants to better replicate the intact model. Results from a prior study (n = 5 L1 vertebrae) indicate that, compared with full endplate preservation, full endplate resection only minorly altered maximum cortical load fraction (decrease of 4%, P < .01) and had a similarly small effect on high-risk tissue distribution. 61 35, 36, 41, 54 However, the mechanisms underlying this phenomenon are not understood. It has been suggested (but not experimentally demonstrated) that the implant subsidence causes impingement. 35, 36, 40, 41 In other words, it is been suggested that the implant position changes following subsidence which then increases its proclivity to impinge. However, our data suggest the opposite is also feasible -that impingement causes subsidence. We found that flexion-induced anterior impingement substantially increased stress in the bone and concentrated the highrisk tissue to local anterior regions. The 800 N force we applied in both compression and bending (approximately 1× body weight 30 ) facilitated comparison between models since it enabled us to isolate the interaction between size and loading mode. However, the forces on the vertebral body generated in vivo during flexion can be two to three times body weight, 31, 33 since the moment arm caused by the weight of the trunk must be balanced by increasing forces in the erector spinae muscles, 65 which increases the reaction force at the vertebra. Scaling the values of stress in flexion 2-to 3-fold to those better representing the in vivo environment (permitted by the linear elastic nature of our study) would generate tissue-level stresses high enough to be of concern for both monotonic and fatigue-related tissue failure. 66 The failure of the bone tissue supporting an implant may be a causal factor for implant subsidence. Therefore, if the magnitude and distribution of tissue-level stress reported here are similar to those which develop in vivo, implants designs which impinge may inherently be at risk of overloading the bone in the regions near the impingement. We suggest that benchtop subsidence tests should incorporate bending-induced impingement to better replicate in vivo behavior.
In summary, our findings suggest that implant size has a larger effect on load-transfer behavior within the vertebral body than implant material in both compression and flexion.
If impingement following flexion occurs in vivo, local stresses in the bone tissue can substantially increase anteriorly in the region adjacent to the impingement. This behavior is accentuated as implant size increases. For the medium implant, whose size is similar to those used clinically, these elevated stresses are sufficiently high to warrant concern for monotonic or fatigue-related bone failure, which may contribute to clinically observed implant subsidence.
SUPPORTING INFORMATION
Additional supporting information may be found online in the Supporting Information section at the end of this article.
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APPENDIX A
To assess the impact of footplate protrusions (such as spikes or teeth to facilitate fixation into the vertebral body) on our outcomes, we conducted a sensitivity study in which we added six 1.5 mm wide by 3 mm deep cylindrical protrusions to the medium size, metallic implant and loaded the implant in compression and flexion. The protrusions were added in an elliptical pattern resembling that of the Charité implant.
Relative to the medium size, metallic implant without protrusions, the cortical load-fraction varied by a maximum of 1.9% at any axial location and the high-risk tissue volume varied by a maximum of 2.7% at any A/P location ( Figure S1 ). The 98th percentile of axial stress varied by a maximum of 1.8% and the amount of bone tissue with von Mises stress changes greater than ±50% varied by a maximum of 1.0%. Thus, the addition of small protrusions resembling the spikes or teeth present on clinically used implants should have an insignificant effect on our reported results and would not alter our conclusions.
APPENDIX B
To account for uncertainty in our assumption of bone tissue material properties (elastic modulus of 10.3 GPa, Poisson's ratio 0.30), we performed a sensitivity study on the intact model in which bone tissue was modeled using another possible physiologic value of material properties (elastic modulus of 18.5 GPa, Poisson's ratio of 0.30 27 ).
The load-sharing outcomes were insensitive to our choice of bone tissue material properties over the range tested. The cortical loadfraction varied by a maximum of 0.5% and the high-risk tissue volume varied by a maximum of 1% at any axial location ( Figure S1 ). Thus, the error of our load-sharing estimates with respect to our choice of bone tissue elastic modulus are negligible.
